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An important element in any battery of tests de-
signed to analyze the functional status of an organ
is a quantitative measure of the capacity of that
organ to carry on its specific function. In testing
the functional status of the pulmonary bellows,
therefore, a quantitative measure of its capacity to
produce an alternating flow of air in and out of
the lungs is desirable.

Several methods have been proposed for de-
termining the ventilatory capacity of the lungs.
Early attempts to utilize the vital capacity, which
is essentially a static volume, as a test of ventila-
tion capacity, which is a dynamic rate, met with
little success (1-4). Later attempts to utilize the
maximum ventilatory response to CO2 inhalation
(5-8) or to severe exercise (1, 3, 7, 8) have like-
wise proved unsatisfactory. Both are distressing
and even dangerous to persons who are ill. Fur-
thermore, both yield ambiguous results for they
confound ventilation capacity and sensitivity to
CO2 in the one case and ventilation capacity and
cardiovascular capacity in the other. Finally,
neither the 70 L./min. maximum response to CO,
nor the 120 L./min. maximum response to ex-
hausting exercise approaches the capacity of the
pulmonary bellows.

The most promising method of determining
ventilation capacity depends upon voluntarily ven-
tilating the lungs at the maximum rate. This pro-
cedure was first explored by Hermannsen (7) and
further developed by Cournand, Richards and
Darling (9). It has had a variety of names, the
most common in German being "voluntary maxi-
mum ventilation" and in English "maximum
breathing capacity." The latter term, however,
has also been applied to the exercise procedure.
In order to reduce confusion and ambiguity the
following self-evidence terminology is recom-
mended: voluntary ventilation capacity, exercise
ventilation capacity, and CO2 ventilation capacity.

The purpose of the present study was to stand-

ardize the procedure for measuring the voluntary
ventilation capacity, to determine its reliability,
and to establish normal values.

METHODS

The apparatus. The standard Benedict-Roth basal
metabolism machine was employed. In order to reduce
air-flow resistance in the machine, the valves were re-
moved, thus permitting both tubes to conduct air in both
directions. In order to avoid the unpleasant sensation
and respiratory inhibition which accompany the acapnia
ordinarily produced by voluntary over-ventilation, the
soda-lime absorber for CO2 was also removed from the
machine. The kymograph on this machine is too slow
to record rapid breathing, and the labor involved in
measuring minute-volume from a kymograph tracing is
considerable. In order to avoid these difficulties a me-
chanical ventilometer was used to sum and record the
successive inspiratory excursions of the spirometer. Sev-
eral designs were used, which depended upon a fine
ratchet and pawl for translating the alternating rotation
of the pulley wheel of the spirometer into an unidirectional
rotation of a recording wheel. The latter operated either
a mechanical counter through a clutch mechanism, or an
electrical counter through a micro-switch. In either
case recording could be started and stopped at will dur-
ing operation of the spirometer.

The procedure. The subject is instructed as to the
nature of the test, and directed "to breathe as hard as
he possibly can, the idea being to breathe the maximum
volume of air in and out of the machine in 20 seconds."
He is told that the machine is so constructed as to pre-
vent dizziness from overbreathing, and a practice trial
demonstrates this. No directions are given as to the pat-
tern of rate or depth that should be used; his attention
is focused on moving air. The complex muscular act of
respiration is coordinated at subconscious levels; any at-
tempt to impose a conscious pattern merely impairs per-
formance. If during the practice trial the subject is seen
to be concentrating on taking maximum individual
breaths or cycling at the maximum rate, he is re-directed
to keep the air flowing as fast as possible.

The spirometer bell is set to near its lowest position.
The nose-clip is adjusted and the mouthpiece inserted,
with the adjacent valve opened to outside air. The sub-
ject is then directed to take a deep breath and hold it,
while the valve is turned in order to open the mouth-
piece to the spirometer. At the signal "go" the subject
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TABLE I

Characteristics of samples of healthy persons studied

Subjects Age, yrs. Height, in. Weight, lbs. Surf. area,
Sample sq. m.

No.

Type Sex No. Mean St. D. Mean St. D. Mean St. D. Mean St. D.

1 Aviation cadets M 89 20.85 2.54 69.66 2.57 160.6 14.5 1.88 0.11
2 Medical students M 140 24.26 4.18 70.52 2.31 159.0 19.5 1.89 0.13
3 Medical students M 54 23.83 3.12 70.06 2.29 163.5 18.8 1.90 0.075
4 Nurses F 40 24.28 5.84 64.93 2.73 124.0 13.5 1.60 0.11

begins to breathe as hard as possible. After a short
running start, the ventilometer is engaged. After 20
seconds the ventilometer is disengaged, and the sub-
ject allowed to rest. The spirometer temperature and
ventilometer readings are recorded.

It should be noted that the test is begun with the
spirometer nearly empty and the subject's lungs nearly
full. This guarantees that the subject's respiratory ex-
cursions will lie within the range of the spirometer. It
also prevents acapnia, since the initial lung air containing
C02 is diluted during the subsequent re-breathing with
only a small volume of spirometer air lacking CO2.

The calculations. The results of the test are expressed
in liters per minute, BTPS. A correction factor was
therefore calculated which incorporated a factor of three
to convert the 20 second interval to one minute, a cali-
bration factor for the ventilometer, and a temperature-
pressure conversion factor. Since the spirometer is
used without the soda-lime absorber, the temperature-
pressure factors ordinarily used with the metabolimeter
are not applicable. Furthermore, as in the case of all
lung volume measures, and ventilation, the appropriate
standard conditions are those in the lungs, namely, am-
bient barometric pressure, 37 degrees centigrade and
saturated with water vapor, commonly abbreviated to
BTPS. The formula for the appropriate conversion fac-
tor is:

B - pH20 310
B-47 T

in which B is the ambient barometric pressure, pH3O is
the water vapor tension at the absolute spirometer tem-
perature T. Since daily fluctuations in barometric pres-
sure have so little effect on the factor, the local mean
barometric pressure was used. Thus a table was con-
structed giving for each spirometer temperature a com-
bined factor incorporating all corrections.

Subjects. The subjects for these experiments were all
healthy young individuals. Some were aviation cadets
studied at the Army Air Forces School of Aviation Medi-
cine in 1945 (10). The remaining subjects were local
medical students, nurses, and technicians. Four differ-
ent operators conducted the determinations on the various
groups. The age and physical characteristics of the
several samples are presented in Table I.

RESULTS

Standardization of the method. Satisfactory
determination of the ventilation capacity requires
a procedure in which resistance to breathing, un-
pleasant side effects, interference with the respira-
tory pattern, and fatigue and learning effects are
minimal. The first three of these were minimized
by the procedure of the test as described above.
The effects of fatigue and learning were investi-
gated by conducting prolonged and repeated tests,
the results of which are presented in Table II.

The possible effects of fatigue were investigated
in both male and female subjects by conducting
a continuous trial of one minute's duration, during
which readings were taken at 20 second intervals.
Only a 4 to 5 per cent reduction in ventilation
capacity occurred over the minute period (Table
II). Accordingly, the test was standardized at
20 seconds, since this is long enough to give ac-
curate readings, and short enough to avoid fatigue.

The possible effects of learning were investi-
gated by conducting three consecutive trials within
a ten minute period at the first session with the
subject; in some subjects duplicate trials were
repeated at a subsequent session approximately
one week later. A 12 per cent improvement in
performance occurred between the first and second
trials, but only 4 per cent or less between the sec-
ond and third trials (Table II). No change oc-
curred in performance between the fourth and
fifth trials, one week later, although the mean of
these two trials exceeded by 4 to 5 per cent the
mean of second and third trials of the preceding
week. These results revealed that most of the
learning is completed after a single trial; accord-
ingly the procedure has been standardized to in-
clude one practice trial, the results of which are
discarded.

678



VOLUNTARYVENTILATION CAPACITY

TABLE II

Effect of fatigue and learning on voluntary ventilation capacity

Subjects Initial trials Week later
Description Per cent

No. Sex No. 1 No. 2 No. 3 No. 4 No. 5

Continuous trials 25 M 1441. 142.1 137.5 -4.6
48 F 110.5 106.6 105.1 -4.9

Consecutive trials 143 M 145.9 163.7 169.2 +16
283 M 161.0 166.1 +3.2
140 M discarded 158.3 163.0 167.2 167.7 +0.3*

discarded 160.6 167.5 +4.3
40 F discarded 108.6 1 110.1 116.1 114.9 -1.0*

discarded 109.6 115.8 +5.7

* Between Trials No. 4 and No. 5 only.

Reliability of the method. The reliability of the
measurement of voluntary ventilation capacity was

determined by calculating the correlation coeffi-
cient for repeated measurements, in both male and
female subjects (Table III). For duplicate de-
terminations conducted on the same day, the re-

liability coefficients ranged from 0.79 to 0.93, the
values being consistently higher in females; for
the means of duplicate determinations conducted
a week apart, the coefficients were practically iden-
tical. Reliability might be expected to be greater
on tests conducted at a single sitting than on

tests a week apart, since under the latter condi-
tion the feature being measured has more op-

portunity to undergo change. However, relia-
bility should be higher for tests based on the mean

of several trials, than for single determinations.
These contrasting influences apparently cancelled
out in the present.instance, leaving the coefficient
unaltered.

It is common procedure in capacity determina-
tion to take the "best" rather than the mean of
several trials, on the principle that the "true"
capacity cannot be less than what has actually been
performed. However, this practice neglects the

TABLE III

Reliability of measurement of voluntary ventilation capacity

Males Females
Trials analyzed

No. r No. r

Two trials, initial day (No. 2 vs. No. 3) 283 0.790 40 0.867
Two trials, a week later (No. 4 vs. No. 5) 140 0.797 40 0.930
Means of paired trials, a week apart (Nos. 2-

3 vs. Nos. 4-5) 140 0.742 40 0.934
Best of paired trials, a week apart 140 0.744 40 0.948

important fact that extreme values are least rep-
resentative of the thing measured. In the present
experiments, no improvement in reliability was
obtained by using the "best" of duplicate trials
rather than their mean. On the basis of these
findings, the practice of basing the voluntary ven-
tilation capacity on the mean of duplicate trials
has been established.

A reliability coefficient of 0.8 indicates that the
variation in ventilation capacity between different
individuals is considerably greater than the varia-
tion encountered within a single individual when
the test is repeated. The procedure, therefore,
has appreciable power to distinguish between dif-
ferent normal individuals. In pulmonary disease,
however, the ventilation capacity may be reduced
to less than 10 per cent of normal. The power
of the test to detect such abnormalities is of course
much greater than its power to differentiate be-
tween normal persons.

Normal values. Normal values for voluntary
ventilation capacity for the several groups studied
are presented in Table IV. In accordance with

TABLE IV

Normal values for voluntary ventilation capacity
and correlations

Subjects Normal values, Correlation

St. Coef. With With

Type Sex No. Mean dev. var. age area

Aviation cadets M 89 167.8 22.1 13.1
Medical students M 194 166.8 20.5 12.3
Both combined M 283 167.1 21.0 12.6 +0.094 +0.307Nurses F 40 115.8 20.9 18.0 +0.042 +0.301
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TABLE V

Normal values for ventilation capacity

Subjects Vol. vent. cap. Method
Author

No. Sex Mean St. dev. Coef. var. Corr. Acapnia Duration

Hermannsen (7) 23 Both 99 24.8 25 ? Present 60 sec.
Malamos (11) 68 M 145 34.6 24 ? Present 10 sec.
Zorn (12) 40 M 128 25.7 20 ? ? ?
Cournand (9) 20 M 154 30.9 20 BTPS Present 15-30
Cournand (9) 20 F 100 16.8 17 BTPS Present 15-30
Battro and Labourt (13) 10 ? 111 35.3 32 ? Present 60 sec.
Dripps and Comroe (8) 19 M 166 20.3 12 ? Present 30 sec.
Present study 283 M 167 21.0 13 BTPS Avoided 20 sec.
Present study 40 F 116 20.9 18 BTPS Avoided 20 sec.

the standardized procedure, the tests were all of
20 seconds' duration, and based upon the mean
of duplicate trials, after at least one practice trial;
if there was only one session with the subject,
trials 2 and 3 were averaged, whereas, if there
were two sessions, trials 4 and 5 were averaged.

The average ventilation capacity for 283 healthy
young men was found to be 167.1 L./min. and
for 40 healthy young women, 115.8 L./min., a
significant sex difference. It should also be noted
that identical values were obtained for the 89 avia-
tion cadets (carefully selected from the standpoint
of physical health, and highly motivated) and the
194 medical students.

The range of normal values was found to be the
same for men and womenas revealed by the stand-
ard deviation of approximately ± 21 L./min. Ex-
pressed as a percentage of the mean (coefficient of
variation) this becomes + 13 per cent for men and
± 18 per cent for women. On the basis of the
usual decision that the "normal" range should in-
clude 95 per cent (+ 2 standard deviations) of
the healthy population, these ranges become 125
to 209 L./min. for men and 95 to 137 L./min. for
women.

The ventilation capacity was found to have no
relationship to the age of the subject, within the
comparatively narrow range studied (18 to 35
years) as shown by the non-significant correlation
coefficients in Table IV. Obviously children and
the aged would be expected to yield lower values.
No correlation was found with height or weight
alone, but in the case of surface area a significant
correlation of very low magnitude was found.
This correlation is so low, and the evidence of a
direct proportionality is so poor, that voluntary

ventilation capacity should not be expressed on
a per unit surface area basis. In fact, the varia-
bility of this ratio is actually greater than that of
the ventilation capacity alone.'

DISCUSSION

Previously reported normal values for voluntary
ventilation capacity have been collected and are
summarized in Table V. It can be seen that aver-
age normal ranging from 99 to 166 L./min. have
been reported for men, and that coefficients of
variation have ranged from 12 to 32 per cent.
The present value of 167 + 13 per cent represents
the highest mean, and nearly the lowest range of
variation. Both of these differences are un-
doubtedly due to improved standardization of the
procedure.

Aside from the variability of results, the lack of
previous standardization of the method is also
revealed in the table. Some ihvestigators have
failed to take the marked sex difference into ac-
count; none appear to have allowed for the learn-
ing factor. Very few have properly corrected
their values to BTPS; ordinary room conditions
give values in the neighborhood of 8 per cent
too low and a mistaken correction to STPDyields
values nearly 25 per cent too low. Many workers
have imposed a respiratory pattern on the subject,
which materially impairs performance on the test.
None appear to have taken precautions to pre-
vent the development of acapnia with its accom-
panying distress and involuntary inhibition of

'Through error, the correlation between ventilation
capacity and surface area was previously reported (10)
to be 0.72; it was actually only 0.23.
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respiration. This probably makes little difference
in the short duration tests, but undoubtedly seri-
ously affects the longer tests.

In view of this wide diversity of procedure, and
the failure of many workers even to report normal
values for their method, it is difficult to interpret
quantitatively many of the results that have been
reported in disease. Quantitatively, however, it is
clear that the voluntary ventilation capacity is re-
duced in many respiratory diseases, and grossly
so in asthma and emphysema.

It should be pointed out that the present values
are based upon the healthy young adult popula-
tion, and are not necessarily those to be expected
of children, the aged, the infirm or those in poor
health or of radically different body size. The
present purpose is to provide adequate informa-
tion regarding the ventilation capacity of a clearly
defined healthy adult population to serve as a basis
for the accurate detection and intelligent interpre-
tation of deviations therefrom, regardless of the
finally determined causes of such deviations.

SUMMARYANDCONCLUSIONS

1. A standardized procedure for the determina-
tion of voluntary ventilation capacity in man is
described.

2. The procedure yielded normal values of 167
+ 21 L./min. for 283 healthy young men and
116 ±21 L./min. for 40 healthy young women,
with reliability coefficients of 0.8 to 0.9. These
means are higher and the variabilities lower than
previously reported because of improved stand-
ardization.

3. No useful degree of correlation between vol-
untary ventilation capacity and age, height, weight,
or surface area could be established in the young
adult population studied.
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